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1.0  INTRODUCTION 


This  report  describes  work  carried  out  under  Office  of  Naval  Research  Contract 
N{XX)14-88-C-0403  during  the  period  August  1, 1988  to  October  31, 1991.  The  three  year  program 
of  research  was  undertaken  to  develop  and  test  an  electroanalytical  system  for  in  vivo  quantitation 
of  tissue  PNj.  Because  molecular  dinitrogen  is  not  readily  oxidized  or  reduced  in  an  aqueous  solvent, 
the  key  to  developing  an  electrochemical  sensor  for  Nj  was  to  identify  a  reaction  involving 
dinitrogen,  the  progress  of  which  could  be  followed  with  electrochemical  methods.  The 
electrochemical  sensor  developed  at  EIC  Laboratories  is  based  on  the  kinetics  of  the  reaction  of 
molecular  dinitrogen  with  a  transition  metal  cation,  ruthenium  (U)  aquopentaammine, 
[RuCNHjljHjO]^^  [1,2].  Work  carried  out  under  previous  programs  demonstrated  that  PN2  could 
be  quantified  by  measuring  the  rate  of  Ru  p)entaammine  dinitrogen  complex  formation  [3,4, 5, 6]. 

The  finalized  electroanalytical  system  will  include  the  following  elements:  a)  the  PNj  sensor 
consisting  of  a  Nj-sensing,  an  auxiliary  current  carrying  electrode,  and  a  reference  electrode;  b)  an 
external  electronic  unit  for  automated  electrochemical  control  and  data  acquisition;  and  c)  an 
interface  between  the  control  unit  and  the  PNj  sensor.  The  key  component  of  this  system,  to  be 
developed  under  this  contract,  is  the  N2  sensingelectrode.  It  must  be  capable  of  measuring  accurately 
and  reliably  changes  in  PN2  in  a  system  undergoing  atmospheric  compression  and  decompression. 
In  order  to  accomplish  this  goal,  the  program  Vvas  organized  into  five  specific  tasks: 

1.  Select  an  electrode  material  and  Ru  cation/polymer  combination  which 
demonstrates  durability  of  the  Ru  cation/polymer  system  and  optimum  electron 
transfer  kinetics,  gas  diffusion  propenies,  and  lanetics  of  RU-N2  complex  formation. 
Additionally,  the  materials  must  possess  the  physical  and  mechanical  properties 
suitable  for  fabrication  into  an  implantable  sensor. 

2.  Design  and  fabricate  prototype  PN2  sensor  assemblies  consisting  of  a  N2  sensing 
electrode,  auxiliary  electrode  and  reference  electrode. 

3.  Test  prototype  N2-sensing  electrodes  and  PN2  sensor  assemblies  in  a  simulated  in 
vivo  test  medium  at  pressures  up  to  10  atm.  Develop  performance  specifications 
for  in  vivo  testing. 

4.  Optimize  the  electroanalytical  waveform  to  enable  fast,  iterative  measurements  of 
PN2  with  computer  control  of  signal  generation,  data  acquisition  and  data  analysis. 

5.  Collaborate  with  the  Hyjjerbaric  Medicine  Program  Center,  NMRI,  Bethesda,  MD 
for  evaluation  of  N2  sensing  ability  in  their  experimental  protocol. 

The  three  year  program  accomplished  all  of  the  proposed  tasks  with  the  exception  of  Task  4 
and  the  in  vivo  aspects  of  Task  5.  The  program  concluded  with  the  availability  of  a  prototype 
nitrogen  sensor  which  can  be  fabricated  to  the  size  of  a  1 6, 23,  or  20  gauge  hypodermic  needle  (o.d. 
=  1.6  mm,  0.9  mm  and  0.6  mm,  respectively).  Iterative  PN2  measurements  obtained  with  a  sensor 
in  the  16  gauge  size  have  a  reproducibility  of  ±  5%  with  equilibrium  PN2  of  0.77  or  1  atm.  Under 
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dynamic  conditions  of  changing  PNj,  the  sensor  response  indicates  that  the  actual  concentration  of 
dissolved  N2  equilibrates  slowly  with  changes  in  Nj  pressure  in  the  gas  phase  above  the  solution, 
with  N2  washout  occurring  more  slowly  than  washin.  In  the  report  that  follows,  the  theory  and 
general  procedures  of  nitrogen  sensor  operation  are  reviewed  in  Section  2.0.  Section  3.0  summarizes 
the  development  of  the  PNj  sensor.  Section  4.0  describes  the  performance  of  prototype  PN2  sensors. 


2.0  THEORY  OF  NITROGEN  SENSOR  OPERATION 


2.1  Mechanism 

The  EIC  nitrogen  sensor  is  based  on  the  following  series  of  reactions  which  are  carried  out 
within  a  Nafion  film  on  the  surface  of  the  sensor: 

1)  Formation  of  the  Nj-complexing  cation  {Ru(NH3)5H20]^^. 

a.  [Ru(NH3)5C1]^^  +  e'  [Ru(NH3)5Cl]*'  (reduction  at  E^) 

b.  [Ru(NH3)5Cir'  +  H2O  ->  [Ru(NH3)5H20r^  +  Cf  (aquation) 

2)  Formation  of  the  ruthenium  dinitrogen  complex. 

[Ru(NH3)5H201^^  +  Nj  ^  [Ru(NH3)5N2]^^  (chemical  reaction) 


3)  Oxidization  of  uncomplexed  Ru  (11)  cation. 

IRu(NH3)5H20]"^  -)  [Ru(NH3)5H20]^^  +  e  (oxidation  at  E„(r„„)) 

4)  Oxidation  of  ruthenium  dinitrogen  complex. 

a.  (Ru(NH3)5N2l^^  -)  lRu(NH3)5N2)*^  (oxidation  at  2,) 

b.  IRu(NH3)5N2]"’  ^  1Ru(NH3)5H20]^^  +  N2  (decomposition) 


In  addition  to  the  above  reactions,  ruthenium  dinitrogen  complex  can  react  with 
[Ru(NH3)5H20]*^  to  form  a  binuclear  complex,  bis-ruthenium  dinitrogen  dimer  according  to: 

5)  [Ru(NH3)5H20r^  +  [Ru(NH3)5N2]"'  ^  [(Ru(NH3)5)2N2]'^  (dimerization) 

2.2  Kinetics 

From  reaction  (2);' 


d[Ru"-N2] 

dt 


klRu"j[N2]. 


'To  enhance  readability,  the  following  abbreviations  will  be  used  henceforth: 

Ru"':  [Ru(NH3)5C1]"1 

Ru":  1Ru(NH3)3H20J"1 

Ru"-N2:  (Ru(NH3)5N2l  . 

Ru"-N2-Ru":  [Ru(NH3)5N2Ru(NH3)5]^ 


[1] 
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Since  [N2]  is  essentially  constant  compared  to  [Ru”],  the  reaction  follows  pseudo-first  order  kinetics, 
and  the  rate  expression  can  be  written  as: 


d[Ru“-NJ 

dt 


k'[Ru"],  where 


[2] 


k  =  k7[NJ  (M‘sec'). 


[3] 


Pseudo-first  order  kinetics  of  reaction  (2)  permit  the  experimental  determination  of  k'  from 
the  ratio  of  initial  [Ru"]  to  [Ru"]  at  t  seconds  according  to  the  relationship: 


k't  =  In 


[Ru"]o 


or 


[Ru"]. 

ln[Ru"],  =  -k't  +  ln[Ru"]o 


[4] 

[5] 


In  prior  studies  of  reaction  (2)  in  homogeneous  solutions,  k'  was  determined  from  linear  plots 
of  In  [Ru"-N2]  vs  time  [7]  or  In  [Ru"]  V5  time  [5]  according  to  the  relationship  in  equation  [5].  The 
reaction  was  demonstrated  to  be  first  order  with  respiect  to  [NJ  by  determining  k'  at  various 
concentrations  of  dissolved  [NJ.  The  second  order  rate  constants,  measured  in  these  studies  from 
the  slopes  of  In  k'  vs  In  PN2  plots,  were  0.079  M  *  sec  '  [7]  and  0.056  M  '  sec  '  [5). ' 

The  previous  solution  studies  of  Ru"-N2  complex  formation  [5,7]  also  demonstrated  that  the 
formation  of  the  dimer  according  to  reaction  (5)  was  first  order  with  respect  to  [Ru"]  and  [Ru"-N2], 
and  was  detected  in  In  [Ru"]  vs  time  plots  by  an  increase  in  slope  due  to  participation  of  Ru"  in  both 
reactions  (2)  and  (5).  In  the  operation  of  the  EIC  nitrogen  sensor,  it  is  important  that  reaction  (5) 
not  occur  during  the  time  of  measurement  because  it  will  result  in  artifactually  high  values  for  k'. 

2.3  Generalized  Protocol  for  Measuring  k'  and  PNj. 

The  general  protocol  for  carrying  out  PN2  measurements  with  the  EIC  nitrogen  sensors  is 
summarized  in  Table  1.  The  potential  waveform  and  the  correspionding  current  response  of  the 
sensor  during  each  phase  of  the  measurement  protocol  are  shown  in  Figure  1 .  All  of  the  performance 
tests  of  EIC  nitrogen  sensors  were  carried  out  using  this  protocol,  with  the  reaction  times  and  the 
number  of  reactions  varied  as  part  of  the  effort  to  establish  the  optimum  conditions  for  PN2  analysis. 
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Table  1.  Procedure  for  Determining  PNj  with  EIC  Nitrogen  Sensor 


1. 

Reaction  Step 

Hold  the  electrode  potential  at  for  some  time,  t^oioo- 

During  this  time,  Ru“  produced  by  the 
electroreduction  of  Ru™  will  react  (chemically) 
with  Njto  form  a  Ru^-Nj  complex. 

2. 

Measurement  Step 

Scan  the  electrode  potential  to  Eo^fRuu)-  Only 
uncomplexed  Ru“  will  be  oxidized  at  this 
potential.  The  magnitude  of  the  current  response 
is  proportional  to  the  quantity  of  uncomplexed 

3. 

Repeat  Sequence 

Repeat  steps  1  and  2,  N  times,  to  allow  a  total  reaction 
time  of  Nt^^ction  seconds  and  obtain  incremental 
measurements  of  uncomplexed  Ru”. 

4. 

Regeneration  Step 

Scan  the  electrode  potential  to  Eo,(Ru„  ^2)  to  oxidize  all 
the  Ru"-N2  that  formed  during  N  reaction 
sequences,  and  regenerate  Ru"*,  in  preparation  for 
another  sequence  of  measurements. 

5. 

Data  Analysis 

The  pseudo-first  order  rate  constant,  k',  is  detennined 
from  the  linear  plot  of  ln[Ru"],  as  measured  in 
Steps  1-3,  vs  the  aggregate  reaction  time. 

With  a  known  [NJ,  calculate  the  second  order  rate 
constant,  k  ([NJ  '  sec  ')  from  k  =  k7[NJ 

6. 

For  unknown  [N2I. 

Repeat  steps  1-5  to  find  k'„<.,„.  Using  k  determined  with 
a  known  [NJ,  calculate  [NJ„ew  from  [Nzlnew  = 
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TIME 


Figure  1 .  Potential  waveform  (A)  and  corresponding  current  response  (B)  of  an 
EIC  nitrogen  sensor  during  measurements  of  PN;;.  [Ru"]  is  quantitated 
by  measuring  the  magnitude  of  the  current  peak,  ip,  or  by  integrating 
the  area  under  the  curve  (shaded).  Numerals  in  the  potential  waveform 
correspond  to  the  steps  in  the  protocol  listed  in  Table  1. 
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3.0  FABRICATION  OF  NITROGEN  SENSORS 


3.1  First  Nitrogen  Sensor  Prototype. 

The  first  prototype  of  the  nitrogen  sensor  consisted  of  a  3  mm  diam.  glassy  carbon  (GC)  rod 
mounted  in  a  Kel-F  holder.  The  surface  of  the  GC  electrode  was  polished  prior  to  use  to  give  a 
smooth,  mirror-like  finish.  To  prepare  the  GC  electrode  for  nitrogen  measurements,  it  was  coated 
with  a  thin  film  of  the  perfluorosulfonate  polymer,  Nafion  (NAF)  (DuPont).  The  polymer  was 
applied  to  the  GC  surface  from  an  ethanol/water  solution  by  micropipette,  and  allowed  to  dry 
thoroughly.  The  GC/NAF  electrode  was  then  soaked  in  adilute  solution  of  Ru™cation  to  incorporate 
the  Ru'”  cation  into  the  Nafion  polymer  by  ion  exchange. 

Testing  of  this  prototype  electrode  was  performed  in  a  Parr  pressure  reactor  fitted  with 
electrical  feed-throughs  for  electrode  connections.  The  test  electrode,  a  reference  electrode  and 
auxiliary  electrode  were  immersed  in  -100  mis  of  electrolyte  solution.  A  magnetic  stirrer  was  used 
in  the  bulk  electrolyte  to  promote  rapid  equilibration  between  gas  and  aqueous  phase.  Before 
studying  reaction  kinetics  at  various  PN2,  gas  at  elevated  pressure  was  allowed  to  equilibrate  for  at 
least  20  minutes  before  acquiring  data.  The  electrochemical  instrumentation  consisted  of  a 
potentiostat,  function  generator  to  generate  the  required  potential  steps  and  ramps,  and  a  recorder 
to  record  the  current  response  of  the  electrode.  Figure  2  illustrates  the  three-electrodes  as  they  were 
mountet’  in  the  pressure  chamber. 


Figure  2.  Three  electrode  arrangement  for  PN2  measurements  with  first 
prototype  nitrogen  electrode. 
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The  stability  of  Ru  cation  binding  in  Nafion  was  evaluated  under  different  conditions  of 
electrode  potential,  gas  composition  and  electrolyte  composition.  Ru  efflux  from  Nafion-coated 
glassy  carbon  electrodes  followed  first  order  kinetics  v.ith  plots  of  In  [Ru]  vs  time  being  linear  over 
the  total  time  of  an  experiment  (up  to  5  hrs  in  a  single  day).  Rate  constants  for  Ru  efflux  from 
several  Nafion-coated  electrodes  are  given  in  Table  2.  Pure  efflux  was  unaffected  by  gas 
composition,  e.g.,  Ar  or  Nj  saturation.  Electrolyte  pH  or  Cl'  presence  also  had  little  effect.  In 
contrast,  electrode  potential  had  a  significant  effect  on  the  efflux  rate,  which  was  likely  related  to 
the  oxidation  state  of  the  metal  center  and  the  charge  on  the  cation.  The  efflux  rate  was  slowest 
when  the  Ru  cation  was  in  its  highest  oxidation  state,  as  when  the  electrode  was  held  at  0.0  V  vs 
SCE  or  at  open  circuit.  Intermediate  efflux  rates  were  observed  when  the  electrode  potential  was 
alternated  between  -0.5  V  and  0.0  V  vs  SCE. 

Table  2.  Efflux  Rates  of  Ru  from  Nafion-Coated  Electrodes 


Efflux  Rate  (min ') 


Electrolyte 

0.0  V  SCE 

-0.5  V  V5  SCE 

Intermittent 

Constant 

0.1  MH2SO4 

1.4  X  10'^ 

7.7  X  10  ’ 

3.9  X  10'' 

H 

2.5  X  lO'^ 

7.8  X  10  ’ 

not  measured 

II 

3.8  X  10^ 

1.6x10'' 

not  measured 

O.lSMNaCl 

1.4  X  10’ 

not  measured 

not  measured 

The  lowest  efflux  rate  corresponded  to  about  8  hr  half-life  for  the  Ru-Nafion  binding  which 
might  be  adequate  for  short  term  PNz  measurements.  Multiple  layers  of  Nafion  provided  some 
improvement  in  retarding  the  efflux  rate,  however  it  was  still  not  possible  to  obtain  a  reliable  estimate 
of  k'  for  Ru"-N2  complex  formation  by  measuring  the  decrease  in  [Ru"].  Consequently,  a  major 
change  in  the  configuration  of  the  nitrogen  sensor  was  undertaken. 

3.2  Improved  Glassy  Carbon-Based  Nitrogen  Sensor  Designs. 

Improved  durability  of  the  Nafion  binding  of  Ru  cations  was  achieved  by  combining  the  three 
electrodes,  GC,  reference  and  auxiliary  electrodes,  into  a  single  unit,  coating  the  electrodes  with 
Nafion  to  provide  ionic  continuity  for  current  flow,  and  encapsulating  the  entire  assembly  within 
a  hydrophobic  membrane  permeable  to  gas  but  not  to  water  and  ions,  e.g..  Teflon.  This  strategy 
prevented  the  efflux  of  Ru  from  the  Nafion  and  increased  the  useful  lifetime  of  the  sensor  to  more 
than  4  days.  An  additional  benefit  of  isolating  the  sensing  elements  within  the  Teflon  membrane 
is  that  Teflon  provides  an  excellent  biocornpatible  barrier  between  tissue  components  and  sensor 
elements. 
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Two  designs  of  GC-based  sensor  were  fabricated,  differing  only  in  the  diameter  of  the  GC 
working  electrode.  In  one  design,  the  3  mm  diam.  GC  rod  was  insulated  with  multiple  coats  of  an 
epoxy  varnish  (Epoxylite).  In  the  second  design,  the  3  mm  GC  rod  was  first  ground  to  a  conical 
tip.  The  tip  was  embedded  in  epoxy,  baked  at  80°C  to  cure  the  epoxy,  and  polished  to  expose  a 
small  diameter  (-0.6  mm)  GC  surface.  The  remainder  of  the  construction  of  the  two  sensors  is 
nearly  the  same.  Two  pieces  of  Pt  foil  with  Pt  lead  wires  fused  to  them  were  attached  to  each  side 
of  the  GC  rod  and  held  in  place  with  shrink  tubing.  These  pieces  of  foil  were  not  allowed  to  contact 
each  other  or  the  bare  GC  surface.  Windows  were  cut  in  the  shrink  tubing  to  expose  some  of  the 
underlying  Pt  so  that  these  could  serve  as  auxiliary  and  quasi-reference  electrodes.  The  windows 
were  sized  so  that  the  area  of  the  auxiliary  electrode  would  be  -3  times  larger  than  the  GC 
cross-sectional  surface  area.  Electrical  connection  was  made  to  the  GC  via  a  socket  connector.  To 
prepare  this  sensor  for  use,  the  GC  surface  was  polished  to  a  mirror  finish  using  graded  sizes  of 
diamond  polishing  compounds  and  sonicating  in  several  changes  of  2X  distilled  water  between 
each  polishing  step.  A  Nafion  coating  was  applied  by  dipping  a  sensor  into  a  solution  of  Nafion  in 
ethanol  to  obtain  a  continuous  film  covering  the  surfaces  of  the  GC  and  the  two  Pt  electrodes. 
Nafion  concentrations  of  2-5%  seemed  optimum.  After  drying  in  air  for  30-60  min,  a  Nafion-coated 
sensor  was  placed  in  a  0.25  mM  solution  of  [Ru(NH3)5Cl]^^  in  i  M  H2SO4  to  load  the  Nafion  film 
with  [Ru(NH3)5C1]^^  by  ion  exchange.  The  uptake  of  [Ru(NH3)5Cl]^^  into  the  Nafion  film  was 
followed  by  cyclic  voltammetry  [6].  When  [Ru(NH3)5Cl]^^  uptake  was  complete,  the  sensor  was 
capped  with  a  Goretex  membrane  which  was  held  in  place  with  a  band  of  plastic  tubing. 

3.3  Carbon  Fiber  Nitrogen  Sensors. 

In  order  to  decrease  the  overall  size  of  the  sensors,  a  10  |im  diameter  carbon  fiber  electrode 
was  used  as  the  voltammetry  electrode  in  place  of  the  GC  electrode  used  previously.  The  carbon 
fiber  electrode  and  two  Pt  wires  serving  as  auxiliary  and  quasi-reference  electrodes  were 
encapsulated  with  a  quick-setting  epoxy.  When  the  tip  of  the  assembly  was  coated  with  Nafion 
and  covered  with  a  hydrophobic  cap,  the  overall  diameter  was  -1.2  mm.,  small  enough  for  some 
in  vivo  applications.  However,  this  design  was  ultimately  rejected  because  of  the  very  low  current 
signal  of  the  10  |im  diameter  carbon  fiber,  the  fragility  of  the  assembly,  and  the  instability  of  the 
quick-setting  epoxy  over  a  prolonged  period  of  testing. 

The  most  promising  sensor  configuration  encompasses  the  use  of  stainless  steel  tubing,  filled 
with  a  slow  curing  epoxy,  as  the  holder  for  the  voltammetry  electrode  and  the  Pt  quasi-reference 
electrode.  The  use  of  stainless  steel  tubing  provides  physical  robustness  and  the  additional  benefit 
that  the  tubing  itself  serves  as  the  auxiliary  electrode.  A  bundle  of  10-30  carbon  fibers,  threaded 
through  the  bore  of  the  tubing,  function  together  as  the  voltammetry  electrode  with  a  significant 
improvement  in  signal-to-noise  level.  The  smallest  sized  sensor  to  date  was  fabricated  within  a  23 
gauge  hypodermic  needle  (0.6  mm.  diam).  When  the  hydrophobic  membrane  cap  is  added,  the 
sen.sor  has  an  overall  diameter  of  -0.8  mm.  Further  decrease  in  size  may  be  possible  by  modification 
of  the  fabrication  method.  The  configuration  and  the  performance  of  the  PN2  microsensors  are 
detailed  in  the  following  section. 


9 


3.4  PN2  Microsensor. 

3.4.1  Microdisk  Array  Design. 

The  PN2  microsensor  is  depicted  in  Figures  3  and  4.  A  block  diagram  of  the  computer-based 
electrochemical  control  and  data  acquisition  system  is  shown  in  Figure  5.  The  essential  elements 
of  the  microsensor  are  the  following: 

A.  An  array  of  inlaid  microfiber  carbon  electrodes  as  the  working  (voltammetry) 
electrode. 

B.  An  inlaid  Pt  microdisk  electrode  as  a  pseudoreference  electrode. 

C.  A  stainless  steel  cannula  containing  elements  A  and  B  embedded  in  an  epoxy 
matrix.  Thecr^jss-sectional  surface  of  the  tip  of  the  cannula  serves  as  an  auxiliary 
electrode  to  complete  the  electrochemical  cell. 

D.  A  membrane  of  Nafion  ion  exchange  polymer  covering  the  three  electrodes  and 
containing  the  Ru  pentaammine  reactant  and  supporting  electrolyte. 

E.  A  gas-permeable,  hydrophobic  membrane  cap  (Goretex)  covering  the  electrode 
assembly.  The  hydrophobic  membrane  permits  exchange  of  gases  but  not  liquid 
between  the  internal  sensor  compartment  and  the  external  environment. 

F.  Electrical  leads  from  the  reference  and  working  electrodes  extending  from  the 
epoxy  are  soldered  to  the  pins  in  one  side  of  a  three-circuit  connector  (not  shown 
in  the  drawing  of  Figure  3).  A  mating  connector  with  lead  wires  connects  the 
three  electrodes  of  the  sensor  to  the  electrochemical  control  instrumentation. 


NAFION 


CROSS  SECTION 


Figure  3.  Diagrammatic  representation  of  PN2  microsensor  (not  to  scale). 
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Figure  4.  Prototype  PN2  microsensors.  Sensors  A  and  B  have  probe  size  of  16  gauge 
hypodermic  needle.  Sensor  A  is  shown  with  attached  microccll  for  in  vitro 
testing.  Sensor  C  has  probe  size  of  23  gauge  hypodermic  needle. 
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Figure  5.  Block  diagram  of  instrumentation  for  measuring  PNj.  A  voltage  waveform, 
V-t,  is  generated  by  the  computer  and  transmitted  to  the  potentiostat  via  the 
D/A  converter.  The  voltage  waveform,  referenced  to  some  reference  electrode 
(r),  is  applied  to  the  working  electrode  (w)  via  the  potentiostat.  The  current, 
I,  between  the  counter  electrode  (c)  and  (w)  is  transmitted  from  the  potentiostat 
to  the  computer  via  the  A/D  converter.  Collected  data  are  stored  and  processed 
by  computer  software. 
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3.4.2  Electrochemical  Characterization  of  Microdisk  Array  Sensors. 


Because  of  the  way  in  which  the  microdisk  array  is  assembled,  it  is  difficult  to  verify  optically 
the  total  number  of  fiber  cross  sections  that  are  exposed  at  the  surface,  or  the  dimensions  of  the 
exposed  cross  sections.  Thus,  we  have  used  cyclic  voltammetric  and  chronoamperometric 
measurements  based  on  electrochemical  processes  controlled  by  mass  transport  to  obtain  estimates 
of  the  radius  and  electrochemical  surface  area  of  the  microdisk  array  electrode.  Some  theoretical 
background  information  is  presented  to  provide  greater  understanding  of  the  methodology 
employed.  This  is  followed  by  a  brief  description  of  the  experimental  protocols  and  the  results 
obtained. 

a.  Electrochemical  Background. 

The  concept  of  electrode  dimensionality  introduced  by  Oldham  provides  a  convenient  way 
to  express  the  interrelationships  between  the  physical  dimensions  of  an  electrode  and  diffusive 
transport  to  the  electrode  [8].  All  electrodes  may  be  characterized  by  two  linear  dimensions,  x  and 
y,  and  an  area.  A,  equal  to  xy  times  a  numerical  constant  which  depends  on  the  shape  of  the  electrode 
(A  «  xy).  For  an  electrochemical  process  involving  diffusion  to  an  electrode  the  diffusion  length, 
d,  must  also  be  considered.  This  non-geometric  dimension  equals  (Dt)’^,  where  D  is  the  diffusion 
coefficient  in  cm^  sec  ‘  of  the  electroactive  solute  and  t  is  the  time  interval  for  the  experiment  in 
sec.  The  electrode  dimensionality  depends  on  the  relative  magnitude  of  the  geometric  dimensions 
compared  to  the  diffusion  length.  These  relationships  can  be  summarized  as  follows: 


Electrode 

Mode  of 

Relationship  between 

Dimensionality 

Diffusion 

Dimensions 

{2} 

linear 

x»  d  «y 

{1) 

cylindrical 

x»  d  »y 

{0) 

spherical 

x«  d  »y 

The  above  relationships  demonstrate  that  the  electrode  dimensionality  depends  upon  the 
observation  time  of  the  experiment.  At  relatively  short  observation  times,  the  dimensionality  of  all 
electrodes  is  (2).  As  the  time  increases,  the  dimensionality  of  the  electrode  may  decrease.  This 
concept  of  electrode  dimensionality  allows,  to  a  good  approximation,  electrodes  of  different  shapes 
to  be  characterized  on  the  basis  of  their  electrochemical  responses  to  a  diffusion-controlled 
electrochemical  process.  The  electrochemical  techniques  of  cyclic  voltammetry  and 
chronoamperometry  which  were  employed  in  this  work  can  be  considered  from  the  standpoint  of 
electrode  dimensionality. 

1.  Cyclic  Voltammetry  for  Diffusion  Controlled  Processes. 

Cyclic  voltammetry  is  a  useful  technique  for  the  initial  characterization  of  electrodes.  By 
applying  a  triangular  voltage  ramp  the  equivalent  of  three-dimensional  i-t-E  (current-time-potential) 
responses  give  an  instantaneous  qualitative  picture  from  which  to  evaluate  the  electrode. 
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For  the  case  of  dimensionality  equal  to  {2}  (linear  diffusion  conditions),  the  current  is 
proportional  to  the  area  of  the  electrode,  concentration  of  the  electroactive  solute,  and  the  square 
root  of  the  scan  rate,  v'^  in  (V/s)’^.  The  Randles-Scvcik  equation  for  the  peak  current  in  amperes 
at  25°C  can  be  used  to  determine  the  surface  area  of  an  electrode  when  the  current  function  expressed 
as  the  ratio,  ipA''^,  is  constant: 

=  (2.69a:  [6] 

For  practical  reasons  the  scan  rate  range  is  selected  for  which  the  peak  width  obeys  the  following 
relationship: 

RT 

=  2.2-  [7] 

where  the  half-peak  potential,  is  the  potential  at  ip/2. 

For  a  spherical  electrode  with  dimensionality  of  (0),  Nicholson  and  Shain  [9]  obtained  an 
approximate  relationship  between  the  peak  current  and  the  scan  rate: 

/  =  (2.69jclO’)rt''">lCD'''v''"-t- (0.724a  10')^^^^  [8] 

r 

In  contrast  to  the  linear  diffusion  conditions,  the  current  function,  ip/v’^,  for  spheiical  diffusion  is 
not  a  constant  but  increases  as  the  scan  rate  decreases.  Equation  [9]  can  be  used  to  calculate  r  and 
A  from  the  slope  and  intercept  of  the  linear  portion  of  a  plot  of  ip/v’^  V5  v  At  a  sufficiently  low 
scan  rate,  the  voltammogram  becomes  sigmoidal  shaped  with  a  steady-state  plateau  current,  i„ 
which  is  independent  of  the  scan  rate: 

j;  =  4KnFCDr  [9] 

A  steady-state  current  only  occurs  for  the  condition  of  spherical  diffusion  and  can  be  used  to 
determine  the  radius  of  the  spherical  electrode.  In  the  case  of  an  ultramicrodisk  electrode,  when 
the  steady-state  conditions  for  the  hemispherical  diffusion  are  reach,  the  limiting  current  is  given 
by 


=  4nFCDrj  [10] 

2.  Chronoamperometrv  for  Diffusion  Controlled  Processes. 

For  electrodes  with  dimensionality  {2},  the  current-time  response  (chronoamperogram)  to 
an  instantaneous  change  of  the  working  electrode  potential  for  a  diffusion  controlled  process  is 
given  by  the  Cottrell  equation: 


nFACD"^ 

(Kty^ 


[11] 


where  n  is  the  number  of  electrons  transferred  in  the  electrochemical  process,  F  is  the  Faraday 
constant  in  coulombs/equivalent,  A  is  the  electrochemical  surface  area  in  cm^,  and  C  is  the  bulk 
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concentration  in  mole/cm^.  Equation  [  1  ]  is  only  valid  when  the  potential  step  is  sufficiently  negative 
for  a  cathodic  process,  or  positive  for  an  anodic  process,  such  that  the  concentration  of  the 
electroactive  species  at  the  electrode  is  zero. 

For  electrodes  with  spherical  geometry  and  electrode  dimensionality  of  {0),  the  limiting 
current  for  a  diffusion  controlled  process  is  given  by 


i 


nFACD"'^ 


+ 


AnnFCDr 


[12] 


where  r  is  the  radius  of  the  sphere  in  cm.  The  faradaic  current  is  the  sum  of  a  transient  term 
proportional  to  the  electrode  area  and  a  steady-state  term  proportional  to  the  radius  of  the  electrode. 
For  ultramicrodisk  electrodes,  the  steady  state  term  becomes 

i  =  AnFCDr^  [13] 


where  r<j  is  the  radius  of  the  disk  in  cm.  [10,1 1,12,13].  The  time  for  the  current  to  become  constant 
depends  on  the  size  of  the  electrode,  i.e.,  when  the  following  condition  is  met: 


1  1 

- T?,  - 

(TtDt)"^  r 


[14] 


The  smaller  the  radius  of  the  electrode,  the  shorter  the  time  required  to  reach  the  steady-state 
condition. 

b.  Electrochcmically  Active  Surface  Areas  of  Sensor  Electrodes. 

Electrodes  were  evaluated  in  phosphate-buffered  saline  (PBS,  0.1  M  Na2HP04-NaH2P04, 
0.12  M  NaCl,  pH  7.2)  electrolyte  containing  ~1  mM  ruthenium  hexaammine  trichloride, 
Ru(NH3)6Cl3,  and  in  the  supporting  electrolyte  (PBS)  alone.  The  diffusion  coefficient  of  the  Ru 
hexaammine  in  the  phosphate  buffered  saline  electrolyte  is  6.7  x  10  *  cm^  sec  '  [14]. 


In  the  cyclic  voltammetry  measurements  the  potential  of  the  working  electrode  was  varied 
between  0.1  and  -0.45  V  from  an  initial  potential  of  0.0  V  versus  the  Ag/AgCl  reference  electrode. 
The  Ru  complex  undergoes  the  following  reversible,  one  electron  reaction: 

ru(nh3);’  -t-  e'  Ru(nh3);;' 

Conditions  were  sought  and  found  for  which  sigmoidal-shaped  voltammograms,  characteristic  of 
the  response  under  spherical  diffusion  conditions,  were  observed.  The  range  of  scan  rates  employed 
was  0.002  to  10  V/sec.  Within  this  range  changes  in  the  mass  transport  from  spherical  to  semiinfinite 
linear  diffusion  were  observed.  Chronoamperometry  measurements  were  made  by  stepping  the 
applied  potential  from  O.IV  to  -0.45V  and  monitoring  the  current  decrease  as  a  function  of  time. 
To  correct  the  cyclic  voltammograms  andchronoamperograms  acquired  in  solutions  of  Ru(NH3)6Cl3 
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in  PBS  for  the  charging  and  residual  currents,  background  measuientents  over  the  same  range  of 
scan  rates  and  potential  ranges  were  measured  in  PBS  and  stored  on  the  recorder  disk.  The 
background  corrections  were  carried  out  with  the  Bascom-Tumer  microprocessor  controlled 
recorder. 

The  chronoamperometric  current  response  of  large  GC  sensor  electrodes  of  3  mm  and  0.6 
mm  diam.  plotted  against  f'^  showed  "Cottrellian"  behavior,  i.e.,  such  plots  were  linear  with 
intercepts  near  zero  as  predicted  by  equation  [11].  Cyclic  voltammetry  studies  of  the  GC  electrodes 
showed  a  constant  current  function  over  a  range  of  sweep  rates  permitting  the  calculation  of  the 
electrochemical  surface  area  from  the  Randles-Sevcik  equation  (equation  [6])  when  D  and  C  were 
known. 

The  chronoamperometric  current  response  of  the  array  of  microdisk  electrodes  plotted  against 
f was  linear  for  t  <  1  sec  and  had  a  non-zero  intercept  so  that  the  area  and  radius  were  determined 
from  equations  [12]  and  [13].  Cyclic  voltammograms  at  slow  sweep  rates  (<  20  mV  sec  ')  were 
sigmoidal  with  the  limiting  current  independent  of  sweep  rate,  permitting  the  use  of  equation  [10] 
to  determine  the  radius,  r^.  In  some  tests,  the  cyclic  voltammetric  current  function  at  moderate  to 
high  sweep  rates  (0.2  V  to  5  V  sec  ')  was  constant,  permitting  the  use  of  the  Randles-Sevcik  equation 
[6]  to  detennine  the  area.  In  other  tests,  the  current  function  was  not  constant,  and  equation  [8]  was 
used  to  detennine  the  area  and  radius  from  the  slope  and  intercept  of  the  plot  of  ipA''^  V5  v  '^.  The 
variation  in  diffusion  behavior  of  the  microdisk  array  electrodes  may  be  due  to  changes  in  the 
micro-disk  surfaces  and  orientation  as  a  result  of  polishing  the  sensor  electrode  surface  prior  to  each 
test.  Since  the  carbon  fibers  are  randomly  arranged  within  the  epoxy  filler,  different  surface 
orientations  might  be  produced  each  time  the  surface  is  renewed. 

The  results  of  one  series  of  electrochemical  measurements  on  four  microdisk  array  sensors 
are  shown  in  Table  3.  The  values  for  the  radii  determined  from  the  expression  for  the  steady  state 
current  measured  by  two  methods  are  in  good  agreement.  However,  some  variation  was  found  in 
the  values  found  for  the  electrochemical  areas.  The  electrochemically  determined  values  for  the 
radii  corresponds  to  the  sum  of  the  radii  of  all  elements  of  the  array.  The  nominal  geometric  radius 
of  the  carbon  fibers  used  in  the  sensors  is  5  |im  so  that  an  electrochemical  radius  of  36  |im  would 
correspond  to  a  total  of  ~7  fibers.  For  the  sake  of  comparison,  the  table  also  shows  the  number  of 
fibers  which  were  visible  by  optical  microscopy.  However,  there  is  no  guarantee  that  all  of  the 
visible  fibers  are  actually  exposed.  The  difference  between  the  number  of  fibers  observed  and  the 
number  of  fibers  based  on  the  electrochemically  determined  radii  indicates  that  many  of  the  fibers 
were  not  exposed  to  the  electrolyte. 
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Table  3.  Electrochemically  determined  dimensions  of  microdisk  electrodes  in  F^2 
sensors.  The  electrochemical  radius  (r)  and  area  (ESA)  determined  on  the 
basis  of:  ( 1 )  the  cyclic  voltammetric  limiting  current  at  slow  sweep  rate  using 
equation  [10];  (2)  the  cyclic  voltammetric  current  function,  ipV  using 
Randles-Sevcik  equation  [6];  (3)  chronoamperometric  current  under 
spherical  diffusion  control  (equations  [12],  [13]). 


Sensor  I.D. 

Probe 

Diameter 

(mm.) 

No.  of 
Visible 
Fibers  in 
Probe 

r(pm) 

ESA  (cm^) 

Method 

931-97-G16 

1.6 

9 

36.6 

4.34  X  10 ' 

(1) 

4.23  X  10  ' 

(2) 

36.2 

4.06  X  10  ' 

(3) 

931-99-G16 

1.6 

7 

33.1 

3.45  X  10  ' 

(1) 

3.23  X  10  ' 

(2) 

35.7 

2.13  X  10  ' 

(3) 

978-7-G16B 

1.6 

11 

39.8 

4.99  X  10  ' 

(I) 

5.08  X  10  ' 

(2) 

37.8 

3.69  X  10  ' 

(3) 

978-33-G20 

0.9 

32 

78.9 

1.96  X  lO"* 

(1) 

1.05  X  lO"* 

(2) 

71.9 

1.11  X  10^ 

(3) 

An  array  of  microelectrodes  has  two  advantages  over  a  single  microelectrode  or  a  single  large 
electrode.  One  advantage  is  that  there  is  a  possible  -lOO-fold  gain  in  signal  due  to  the  large 
electrochemical  surface  area  of  the  array,  compared  to  the  signal  from  a  single  microdisk  electrode 
of  10  p  diam.  and  electrochemical  area  of  ~7.85  x  lO  ’  cm^.  The  second  advantage  is  that  the 
microdisk  array,  although  having  a  large  total  electrochemical  area,  has  the  mass  transport  properties 
and  low  resistance  polarization  of  microelectrodes.  The  latter  characteristics  were  expected  to  allow 
shorter  reaction  times  for  the  reduction  reaction  and  Ru^-Nz  complex  formation,  and  a  more  rapid 
voltammetric  waveform  for  quantifying  uncomplexed  Ru“,  with  the  combined  effect  being  a  more 
rapid  analytical  waveform  for  PN2.  As  will  be  seen,  these  expectations  were  only  partially  fulfilled. 
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4.0  PERFORMANCE  TESTS  OF  PROTOTYPE  NITROGEN  SENSORS 


4.1  Glassy  Carbon  Based  Sensors. 

In  vitro  tests  of  membrane  enclosed  GC-based  sensors  were  carried  out  over  a  range  of  PN2 
from  0  to  10  atm.  The  pseudo-first  order  rate  constant,  k',  was  determined  at  each  pressure  by 
following  the  change  in  [Ru"]  during  a  sequence  of  three  to  four  1  min  reactions.  Reaction  sequences 
were  repeated  at  10  min  intervals.  The  plots  of  In  [Ru"]  vs  time  for  one  sensor  are  shown  in  Figure 
6.  In  the  presence  of  Nj,  and  following  a  short  induction  period,  [Ru"]  was  observed  to  decrease 
as  a  result  of  complexation  with  N2  to  form  Ru"-N2.  At  higher  pressures,  the  slope  of  the  In  [Ru"] 
vs  t  plots  was  greater  due  to  the  increased  rate  of  disappearance  of  [Ru"j.  In  the  absence  of  N2  (not 
shown),  [Ru"]  remained  constant  or  increased  slightly  due  to  the  reduction  of  additional  Ru'".  The 
reproducibility  of  the  N2  complexation  reaction  is  indicated  by  the  superimposition  of  the  In  [Ru"] 
vs  t  plots  obtained  at  the  same  pressures. 


Figure  6.  Plots  of  In  [Ru"]  vs  time  at  different  PN2. 

Figure  7  shows  the  pseudo-first  order  relationship  between  k'  and  PN2  for  the  sensor  reactions 
of  Figure  6  together  with  analogous  data  obtained  with  other  sensors.  Regression  correlation 
coefficients  were  0.98-0.99.  Second  order  rate  constants  derived  from  the  slopes  of  these  plots  are 
given  in  Table  4.  The  M '  sec  '  values  of  the  rate  constant  are  about  three  times  higher  than  those 
reported  for  solution  reactions  indicating  that  separating  the  Ru"-Nafion  from  the  bulk  environment 
with  a  gas  permeable  membrane  does  not  affect  the  reaction  kinetics  adversely. 
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Figure  7.  Plots  of  k'  at  different  PN2  for  sensors  of  different  size.  Slope  of 
the  lines  give  the  second  order  rate  constant  for  the  formation  of 
Ru'^-Nj.  A)  O  -O:  3  mm  diam.  B)  §— |  and  C)  A...A:  0.6  mm 
diam.  (each  data  point  represents  the  mean  of  5  measurements). 


Table  4.  Rate  constants  for  Ru'^-Nj  complex  fonnation  calculated  from  the 
slopes  of  plots  in  Figure  7. 

Sensor  k,  atm  '  sec  '  k,  M '  sec ' 

A  1.18  X  10^  ±  1.03  X  10'^  0.19  ±0.017 

(Average  of  4  sensors) 

B  1.00x10^  0.16 

C  8.30x10'  0.13 


Figure  8  demonstrates  the  response  of  k'  to  a  change  in  the  gas  composition  in  the  bulk 
solution.  For  the  first  60  min  of  k'  measurement.s,  the  sensor  was  immersed  in  air-saturated  solution. 
During  the  next  80  min  100%  N2  gas  was  passed  through  the  solution.  This  was  followed  by  a 
period  of  bubbling  the  solution  with  Ar,  and  finally  with  100%  Nj.  TTie  analytical  protocol  used 
three  1  min  reaction  periods,  each  followed  by  a  voltammetric  measurement  of  [Ru"],  to  generate 
plots  of  In  [Ru")  vs  time  from  which  the  values  of  k'  were  calculated.  The  results  suggest  that  the 
bulk  solution  equilibrates  more  rapidly  with  N2  than  with  Ar.  However,  the  presence  of  air  in  the 
Ar  gas  line  during  the  early  stages  of  bubbling  Ar  through  the  solution  cannot  be  discounted. 
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f-igure  8.  Response  of  GC-based  Nj  sensor  to  changing  gas  composition. 

Arrows  indicate  time  at  which  the  input  gas  was  changed.  Each 
data  point  was  detemiined  from  the  slope  of  the  line:  ln[Ru"]t  = 
-k't  +  lnlRu"]o. 


4.2  Carbon  Fiber  Rased  Sensors. 

4.2.1  Kinetic  Studies  of  Ru"-N2  Formation  with  Microdisk  Array  Sensors. 

Continuing  the  experimental  approach  used  with  the  large  diameter  sensors,  kinetic  studies 
with  the  microsensors  were  first  carried  out  with  three  to  four  reaction  periods  of  1  min  duration, 
each  of  which  was  followed  by  a  voltammetric  scan  to  measure  the  unreacted  Ru".  As  seen  in 
Figure  9,  plots  of  In  [Ru"j  vs  time  for  the  microsensors  were  very  different  from  those  obtained  for 
the  large  sensors  and  1  min  reaction  times.  Whereas  the  large  sensor  demonstrated  an  induction 
period  before  the  decrease  in  [Ru"]  was  observed  (Figure  6),  the  microsensor  showed  an  immediate 
and  large  decrease  in  lRu"j.  Not  only  are  these  plots  not  linear,  but  they  indicate  an  increase  in 
[Ru"l  after  3  or  4  reaction  steps.  The  change  in  slope  of  the  In  [Ru"]  vs  time  plots  suggested  that 
the  IN2I  in  the  sensor  was  not  constant  during  the  entire  reaction  sequence,  but  w'as  being  depleted 
during  the  prolonged  reaction  time. 
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Figure  9.  Plots  of  In  [Ru"]  vs  t  for  test  protocols  having  a  sequence  of  1  min 
reaction  times. 

Subsequent  tests  utilized  a  range  of  reaction  times,  ranging  from  4  sec  reactions  to  20  sec 
reactions,  to  determine  the  minimum  reaction  time  which  would  be  in  the  time  domain  of  pseudo-first 
order  kinetics.  When  [Ru"|  measurements  were  made  at  20  sec  intervals,  the  In  (Ru”]  vs  time  plots 
were  not  linear,  and  reprcxiucibility  between  successive  reactions  was  lacking  (Figure  10).  The 
figure  also  illustrates  the  sensor  response  in  the  absence  of  Nj.  The  [Ru"]  increases  with  successive 
reduction  steps,  similar  to  that  shown  in  Figure  9  when  Nj  was  depleted  in  the  microenvironment 
surrounding  the  sensor. 
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Figure  10.  Plots  of  In  [Ru"l  V5  t  in  the  presence  and  absence  of  Nj. 
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When  lRu"j  measurements  were  made  at  4  to  6  sec  intervals  during  a  total  reaction  time  up 
to  ~50  sec,  plots  of  In  [Ru")  vs  time  showed  consistent  pseudo-first  order  behavior  (Figure  11). 
Plots  shown  in  Figure  1 1  are  linear  from  ~10  to  50  sec  with  regression  correlation  coefficients  of 
0.987  to  0.997. 

Pseudo-first  order  and  second  order  rate  constants,  determined  from  the  slopes  of  plots  shown 
in  Figure  1 1 B-D,  are  listed  in  Table  5.  The  rate  constants  are  higher  than  those  measured  with  the 
large  sensors  at  the  same  PNj.  Several  factors,  physical  and  chemical,  might  contribute  to  this 
difference.  Factors  arising  from  physical  differences  between  sensor  types  include  the  different 
concentrations  of  Nafion  of  the  various  sensors,  different  gas  diffusion  membrane  and  different 
area/volume  (AA^)  ratio  of  the  electrochemical  cells  comprising  the  sensors.  Another  factor  might 
be  the  presence  in  the  Nafion  membrane  of  another  species  in  addition  to  Nj  which  might  complex 
with  Ru"  and  lead  to  an  apparently  higher  value  of  k'.  If  some  Ru"-N2  complex  was  produced  in 
the  sensor  during  preparation  and  preliminary  test  procedures,  then  the  simultaneous  formation  of 
both  mono-  and  binuclear  nitrogen  complexes  of  Ru"  during  a  PN2  measurement  protocol  would 
result  in  artifaclually  high  values  for  k'. 
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Figure  1 1.  Plots  of  In  [Ru"l  vs  t  for  test  protocols  using  short  reaction  times. 
Regression  lines  are  shown  for  B,  C  and  D. 
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Table  5.  Rate  Constants  for  Formation  of  Ru^-Nj  Complex  with  EIC  Nitrogen  Sensors. 

Sensor  Nafion  AfV  Reaction  k' x  10^(sec  ‘)  Average  of  all  k'  k  x  10^  k 

Electrode  Area  Volume  time  (sec)  (100%  Nj  at  1  atm.)  values  in  series  (atm  ' sec  ')  (M  ' sec' 

(cm^)  (cm’)  (cm  ')  (x  lO’  sec  ') 
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Sensor  with  glassy  carbon  electrode. 

Reaction  in  solution  monitored  electrochemically  and  spectrophotometrically  [5,  7]. 


4.2.2  Response  of  PNj  Microdisk  Array  Sensors  to  Dynamic  Conditions  of  Changing  Pn^. 

The  kinetic  results  presented  in  Section  4.2.1  demonstrated  that  the  most  reproducible  and 
reliable  estimate  of  k'  is  obtained  from  the  slope  of  a  plot  of  In  [Ru"]  vs  time  providing  the  reaction 
time  corresponds  to  the  time  domain  of  pseudo-first  order  kinetics.  The  disadvantage  of  this 
approach,  in  a  practical  sense,  is  the  time  required  to  perform  the  electrochemical  measurements 
and  analyze  the  data.  In  an  effort  to  develop  a  more  rapid  PNj  assay,  the  alternative  approach  of 
determining  k'  from  the  ratio  of  two  measurements  of  [Ru”]  was  evaluated  with  the  microsensors. 
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Figure  12.  Response  ofPNj  microsensor  to  changing  Nj  pressure.  Sensor 
was  coated  with  1.0  p.L  of  0.5%  Nafion.  k'  was  determined 
from  k'  =  In  ([Ru"V[Ru"),).  The  pressure  within  the  chamber 
was  monitored  with  a  Model  AB  Pressure  Transducer  (Data 
Instruments). 

Figure  1 2  illustrates  the  change  in  k'  with  100%  Nj  and  increasing  pressure.  In  order  to  avoid 
the  long  time  for  PN2  equilibration  between  a  large  volume  of  solution  and  the  gas  phase  above  it, 
a  different  test  configuradon  was  employed.  For  the  test  shown  in  Figure  1 2,  the  sensor  was  coated 
with  1  |iL  of  0.5%  Nafion,  and  the  tip  of  the  sensor  was  enclosed  within  a  three-layered  covering 
consisting  of  2  layers  of  porous  Teflon  (Goretex)  with  wet  filter  paper  between  them.  The  3  layers 
were  held  in  place  with  a  small  0-ring.  The  assembly  was  suspended  in  a  humidified  Nj  atmosphere 
in  the  pressure  chamber.  The  k'  values  were  determined  from  the  ratio  of  two  measurements  of 
[Ru"]  at  10  sec  intervals  and  converted  to  PN2  readings  shown  in  the  figure  from  the  k'  values  at  1 
atm  or  zero  psig  as  monitored  with  a  Data  Instruments  Pressure  Transducer.  The  results  demonstrate 
that  the  .sensor  response  to  rising  PN2  ^^gs  about  2-3  min  behind  the  actual  increase  in  chamber 
pressure.  This  delay  may  represent  the  time  for  N2  to  equilibrate  across  the  3-layered  membrane. 
After  equilibration  at  8  atm.  pressure,  the  sensor  PN2  readings  fluctuated  by  about  ±  0.5  atm.  The 
fluctuation  in  equilibrium  PN2  readings  indicates  that  the  short  method  using  the  ratio  of  two  Ru" 
concentrations  rather  than  the  long  method  using  the  slope  of  several  Ru"  concentrations  is  not  the 
optimum  protocol  for  measuring  PN2. 


• - •  Actual  pressure 

A  —  A  Extrapolated  from  k‘  at  1  atm. 
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4.2.3  Effect  of  Nafion  Concentration  and  Film  Thickness. 


The  kinetic  studies  of  Ru“-N2  complex  formation  were  carried  out  using  sensors  with  Nafion 
membranes  applied  by  immersing  the  tip  of  the  sensor  into  an  ethanol: water  solution  of  1.75%  or 
2.5%  Nafion  (wt%).  In  order  to  control  the  volume  of  the  Nafion  film  more  precisely,  the  coating 
procedure  was  modified  so  that  the  Nafion  was  applied  by  micropipette.  The  test  data  shown  in 
Figure  1 2  were  obtained  with  a  sensor  prepared  with  1 .0  |iL  of  0.5%  Nafion  solution  applied  to  the 
cross-sectional  surface  of  the  probe  to  give  a  Nafion  membrane  volume  of  3  nanoliters.  The  res|X)nse 
of  the  sensor  to  changing  PNj  was  appropriate.  Other  sensors  prepared  with  less  Nafion,  e.g.,  0.5 
of  0.5%  Nafion  for  a  membrane  volume  of  1  nanoliter  were  less  sensitive  to  changes  in  PNj  and 
had  a  more  erratic  response.  An  example  of  this  is  given  in  Figure  13.  Although  the  chamber 
pressure  was  raised  to  >  6  atm,  the  maximum  PNj  indicated  by  the  sensor  was  ~4.5  atm.  The 
physicochemical  basis  for  the  failure  of  sensors  with  ultrathin  Nafion  membranes  to  follow  changes 
in  PN2  above  ~4.5  atm.  is  not  understood  at  this  time.  It  appears  that  there  is  a  minimum  volume 
of  Nafion  required  for  a  sensor  to  respond  accurately  to  PN2  changes,  and  the  data  suggest  that  the 
minimum  volume  is  ~3  nanoliters.  This  is  an  aspect  of  sensor  configuration  which  needs  further 
study  for  optimal  sensor  perfonnance. 


Figure  13.  Response  of  PN2  microsensor  with  a  change  in  N2  pressure 
from  1  atm  to  ~6  atm.  Sensor  was  coated  with  0.5  pL  of  0.5% 

Nafion  (membrane  volume  =  ~1  nanoliter),  k' was  determined 
from:  k'  =  In  ([Ru“](/(Ru"j^.  The  pressure  within  the  chamber 
was  monitored  with  a  Mtxlel  AB  Pressure  Transducer  (Data 
Instruments). 

4.3  Comparison  of  Mass  Transport  Properties  of  Prototype  Sensors. 

The  electrochemical  technique  of  chronoamperometry  was  discussed  in  Section  3.4.2  as  a 
method  for  determining  the  electrochemical  radius  and  surface  area  of  electrodes.  Part  of  the 
elecLroanalytical  waveform  used  for  PN2  measurement  is  analogous  to  the  technique  of 
chronoamperometry.  The  current-time  response  to  the  step  change  in  potential  for  the  reduction 


of  Ru"’  can  be  analyzed  using  the  approach  discussed  in  Section  3.4.1  to  determine  the  diffusion 
behavior  of  the  Ru  pentaammine  in  the  Nafion  film  of  the  sensors.  Essentially  the  same  type  of 
graphical  analysis  was  employed,  i.e.,  the  current  response  to  the  potential  step  was  plotted  vs  f 
and  the  linearity  and  intercept  were  evaluated  to  identify  the  type  of  diffusion  control. 

For  the  large  GC-based,  Nafion-coated  sensors,  plots  of  current  vs  t  were  linear  for  times 
>0.15  sec  to  12  sec  (the  limit  of  the  measurement),  and  had  an  intercept  near  zero,  consistent  with 
semi-infinite  linear  diffusion  and  an  electrode  dimensionality  of  (2).  In  some  tests,  a  plot  of  the 
log  of  the  current  vs  time  was  linear,  consistent  with  finite  linear  diffusion  such  as  that  in  a  thin 
layer  cell.  In  contrast,  the  chronoamperometric  response  of  Nafion  coated  microdisk  array  sensors 
resembled  most  closely  the  response  expected  for  hemispherical  diffusion  at  a  microdisk  electrode. 
Plots  of  current  vs  f were  linear  for  times  up  to  3  sec  and  had  non-zero  intercepts.  For  times 
longer  than  3  sec,  a  steady  state  current  was  observed,  and  the  integral  of  the  current-time  curve, 
e.g.,  chtu'ge  vs  time,  was  linear. 

Each  modification  of  sensor  design  was  undertaken  with  the  goal  of  decreasing  the  time 
required  to  obtain  a  single  PN2  measurement  and  increasing  the  frequency  of  iterative  measurements. 
Thus  the  turay  of  microdisk  electrodes  was  intended  to  enable  a  more  rapid  electrochemical 
wavefomi,  and  the  very  thin  Nafion  membrane  was  employed  to  decrease  the  volume  and  thickness 
of  the  electrolyte  compartment  to  improve  the  equilibration  time.  In  retrospect,  it  appears  that  the 
hemispherical  diffusion  behavior  of  the  microdisk  electrode  array  was  detrimental  to  its  performance 
as  a  PN2  sensor.  The  steady  state  reduction  of  Ru"*  at  long  potential  step  times,  times  which 
corresponded  to  the  duration  of  the  Ru''-N2  complexation  reaction,  meant  that  Ru"  was  continually 
being  generated  during  that  time  period,  and  diffusing  away  from  the  electrode  rather  than  reaching 
a  constant  concentration.  Consequently,  the  rate  of  its  disappearance  due  solely  to  Nj  complex 
formation  became  increasingly  difficult  to  quantify,  and  the  values  of  k'  became  more  erratic.  The 
problem  might  be  rectified  by  employing  a  larger  number  of  fibers  and  a  higher  concentration  of 
Nafion  in  a  thin  film.  These  two  changes  in  design  will  increase  the  effective  electrode  radius  to 
provide  an  electrode  dimensionality  of  (2)  and  improve  the  area/volume  relationship  to  approach 
finite  linear  diffusion  behavior. 
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5.0  CONCLUSIONS  AND  RECOMMENDATIONS  FOR  FURTHER  DEVELOPMENT 


It  is  clear  from  the  previous  results  that  the  nitrogen  sensor  development  program  at  EIC 
Laboratories  has  accomplished  most  of  the  requirements  for  a  practical  nitrogen  sensor  for  studying 
inert  gas  uptake  and  exchange  under  hyperbaric  conditions.  A  prototype  sensor  was  fabricated  with 
dimensions  suitable  form  vivo  PNj  measurements.  A  linear  response  to  solution  PNj  from  1-10  atm 
was  demonstrated.  With  an  appropriate  analytical  waveform  and  data  acquisition/analysis  software, 
it  should  be  possible  to  make  iterative  PN2  measurements  at  ~40  sec  intervals.  A  relatively  small 
future  effort  would  be  required  to  modify  the  sensor  design  for  improved  response  time,  and  to 
finalize  an  analytical  protocol  and  data  acquisition/data  processing  strategies  so  that  the  technology 
can  be  utilized  by  investigators  engaged  in  hyperbaric  research. 

a.  Design  Modifications. 

The  early  prototype  GC-based  sen.sors  were  characterized  by  a  high  A/V  ratio  due  to  a 
combination  of  the  thin  layer  of  Nafion  present  and  the  relatively  large  surface  area  of  the  GC 
electrode.  Owing  to  the  thin  layer  geometry,  the  reduction  of  Ru'"  to  Ru"  may  have  approximated 
bulk  electrolysis  conditions  during  the  time  of  the  first  reduction  step  so  that  the  concentration  of 
Ru"  was  nearly  constant  during  the  Nj-complexation  reactions.  In  contrast  to  this,  the  reduction  of 
Ru'"  on  the  microelectrode  array  sensors  clearly  did  not  go  to  completion,  but  attained  steady  state 
electrolysis  conditions  during  each  reduction  step.  Accordingly,  subsequent  measurements  of  Ru" 
may  have  reflected  the  loss  of  Ru"  by  diffusion  away  from  the  electrode  surface  in  addition  to  its 
reaction  with  N2.  The  combineu  effects  of  these  two  processes,  diffusion  and  complexation,  may 
have  contributed  to  the  high  values  of  k'  for  the  N2-complexation  reaction  observed  with  the 
microelectrode  array  sensors.  While  the  effect  of  each  of  these  two  processes  could  be  sorted  out 
with  appropriate  experimentation,  a  more  practical  approach  would  be  to  fabricate  the  microsensors 
so  that  they  would  have  the  appropriate  mass  transport  properties  as  discussed  in  Section  4.3. 

b.  Modification  of  Analytical  Protocol. 

Reproducible  values  of  k'  at  constant  PNj  were  obtained  from  a  series  of  measurements  of 
[Ru"]  over  time  with  k'  determined  from  the  slof>e  of  a  In  [Ru"]  vj  time  plot.  In  contrast,  the  method 
of  calculating  k'  from  the  ratio  of  two  measurements  of  |Ru"]  made  at  short  time  intervals  resulted 
in  a  high  vanability  in  k'.  Although  the  two  point  measurement  at  short  intervals  seemed  attractive 
for  simplicity  and  rapidity  ofmeasurement,  there  is  considerable  sacrifice  of  precision  and  reliability. 
Accordingly,  future  development  of  analytical  protocols  will  concentrate  on  determining  k'  from 
regression  analysis  of  multiple  measurements  of  [Ru"].  Examination  of  the  data  in  Figure  lOB 
indicates  that  a  complete  set  of  data  points  might  be  acquired  in  <  30  sec,  and  with  appropriate 
software,  provide  a  reading  of  k'  ~30  sec  later,  less  than  the  time  required  to  ready  the  sensor  for 
another  measurement  cycle. 
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AN  ELl-CrROCHF.MlCAL  SENSOR  FOR  QUAN  FITATION  OF  TlSSl  E  PN^. 
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In  situ  measurements  of  tissue  nitrogen  uptake  and  elimination  would  be  of  great  benefit  in 
establishing  the  etiology  of  different  types  of  decompression  sickness  and  in  fonnulating 
decompression  schedules  for  undersea  divers.  Although  Nj  is  not  directly  oxidizable  or  reducible 
in  an  aqueous  solution,  an  electrochemical  sensor  for  N2  was  developed  based  or.  the  kinetics  of 
the  reaction  of  molecular  N2  with  transition  metal  cations  to  form  a  stable  metal-dinirogen  complex. 
The  sensor,  containing  a  film  of  the  appropriate  metal  cation  within  a  hydrophobic, 

gas-pcnneable  membrane,  is  activated  for  measurement  by  applying  a  reducing  potential  to  generate 
the  N2'^'or>''P'^''^'ng  cation  species,  '.  After  a  short  period  of  time  for  Nj  complex  formation,  a 
potential  ramp  is  applied  to  oxidize  and  quantitate  the  uncomplexed  cation.  The  sensor  is  restored 
to  its  initial  state  by  oxidizing  the  Nj  complex  to  regenerate  M”""  and  dissociate  the  Nj.  For  the 
reaction,  M^"  '  +  N2  — >  M*"  ‘-N,,  the  pseudo-first  order  rate  constant,  k'  =  k  [N,]  is  obtained  from 
the  slope  of  the  plot  of  In  [M*" ']  vs  time.  In  vitro  tests  of  sensor  performance  under  equilibrium 
conditions  demonstrated  this  linear  relationship  over  the  range  of  PNj  from  1  - 10  atm.  Under  dynamic 
conditions  of  changing  PNj,  the  sen.sor  response  indicated  that  the  actual  concer.n-ation  of  N2  in 
solution  equilibrated  slowly  with  changes  in  Nj  pressure  in  the  gas  phase  above  the  solution.  The 
present  sensor  is  the  size  of  a  1 5  gauge  hypodermic  needle  and  can  make  iterative  PNh  measurements 
in  air  saturated  .solution  (PNj  =  0.77  atm)  at  3-5  min.  intervals  with  a  reproducibility  of  ±  5%.  More 
frequent  measurements  with  ±  0.5-2%  reproducibility  are  possible  at  higher  PN2.  Future 
development  includes  reduction  in  size  of  the  sensor  and  modification  of  the  analytical  protocol  to 
pennit  more  rapid  measurements  at  low  PN2. 
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